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STATEMENT OF WORK

The ~ objective of the program was to develop

an electrically tunable semiconductor laser. This laser

was to have a smooth tuning curve and is to be electrically

tunable over a large spectral range and extremely rapidly

tunable. A possible application of such a laser was as

the basic tunable laser source of optical fiber sensors.

TASKS COMPLETED 5552 81. PAnelectrically tunable external-cavity semi- 1)
\/

conductor laser incorporating a Hitachi HLP-1400 laser

diode was constructed and delivered to Dr. RonaldMiles of

the Naval Research L~boratory on May 7, 1982. With pw3@&MTH H. HOOKER

alignment, this laser can operate in a single diode mo~CHNICAL LIBRARY

and can be tuned from single mode to single mode. How- A(JGZ ~ 19$?
ever, because of the residual reflection at the AR i?/ft&itkEARCHLABORATORY
intra-cavity surface of the diode, the tuning was not

continuous but discrete.

2. A second external-cavity laser with both

cleaved facets of the diode AR coated was also constructed

(see Fig. 1 for schematic). Continuous electrical tuning

was achieved using this laser, but the laser output power

was not a smooth function of the wavelength (Fig. 2) due

to the residual diode mode structure. Considerable efforts

had gone into developing the antireflection coating tech-
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nique for semiconductor laser diodes. The final AR coatings

on the diode achieved were as nearly perfect as could be

achieved with a single quarter-wavelength layer of SiO.

The remaining diode mode structure could not, therefore,

be eliminated by AR coating the diode facets alone. A

different laser structure must be employed. One possible

structure is the so-called angle-stripe laser in which the

active stripe region is not normal to the cleaved facets

of the laser diode.

3. Since angle-striped lasers are not commer-

cially available, a program was established in our labora-

tory to fabricate such lasers. A Iiquid-phase-epitaxy

system for growing GaAs-Gal-xAlxAs double heterostructure

lasers was completed. Angle-stripe lasers have been fa-

bricated (see Figs.3 - 6). The threshold of the lasers

are at the moment still too high for the applications in-

tended. Work is continuing.

4. In’a related project, we have recently also

completed a organometallic chemical vapor deposition system

for growing semiconductor devices. Excellent GaAs layers

have been grown where all the”fine structures corresponding

to excitons,free and bound to various donors and acceptors,

can be clearly resolved. This system will also be available

for our semiconductor laser work.

5. Finally, two dynamic interferometric tech-

niques based on electrically tunable lasers were developed

and experimentally demonstrated (see Appendix). The first

technique allows one”to make measurements of small phase

modulations in interferometers independent of dc drifts

and low frequency noise in the interferometer. The second

scheme is a true FM technique suited for continuous noncon-

tact measurements of the optical thickness of transparent

materials.
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FIGURE CAPTIONS

Figure 1 - Schematic of the external-cavity semiconductor

laser with both facets of the laser diode AR

coated.

Figure 2 - Solid line: Output power of the laser shown in

Fig. 1 vs. wavelength in the scannin,gmode.

Dotted curve: Output power of the laser vs. wave-

length when not scanned.

Figure 3 - Light vs. current characteristic of normal-stripe

diode laser.

Figure 4 - Light vs. cirrent characteristic of angle-stripe

diode laser fabricated from the same wafer as

that for the laser shown in Fig. 3.

Figure 5 - Output spectrum of angle-striped laser at low

current level.

Figure 6 - Output spectrum of angle-striped laser shown

in Fig. 5 at high current level.
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Dynamic interferometrytechniquesfor optical path length
measurements

A.Olsson and C. L.Tang

Two dynamic interferometric techniques based on electrically tunable lasers are described and experimen-
tally demonstrated. The first technique allows for measurements of small phase modulations in interferom-
eters independently of dc drifts and low frequency noise in the interferometer. The second scheme is a true
FM technique suited for continuous real-time noncontact measurements of the optical thickness of trarrs-
parent materials.

L Introduction

In this paper we describe two dynamic interfero-
metric techniques based on the use of electrically tun-
able lasers for measuring optical path length and path
length changes. In one case it has recentlybeen shownl
that with the use of a rapidlytunable laser,dc drifts and
low frequency phase noise can be eliminated from an
interferometer by an active stabilization scheme.
Several other authorsz-s have proposed and demon-
strated other feedback schemes to obtain a similar ef-
fect. However, in some applications it will not be fea-
sible or even desirable to stabilize the interferometer.
For example, if the laseris to drive severalindependent
interferometers, the stabilization scheme of Ref. 1
cannot be used. In the first of the two schemes de-
scribed in this paper we will show that using a Free
Running Interferometric Sensor (FRIS), which incor-
porates a rapidly tunable laser, it is possible to extract
information from the sensor independently of dc drifts
and low frequency phase noise. The FRIS system uti-
lizes a passive interferometer, which is desirable in re-
mote sensing applications, and the system also allows
for the same laser source to drive several sensors si-
multaneously.

The second interferometric measurement scheme is
a true FM technique, where the information signal is
carried in the frequency channel of the detected light
signal; it is suited for noncontact real-time measure-
ments of refractive index or length of transparent ma-
terials.

The authors are with Cornell University, Ithaca, New York
14853.

Received 9 July 1981.
0003-6935/81/203503-05$00.50/0.
01981 Optical Society of America.

Il. Free Running Interferometric Sensor

A. Concept
The basic idea of this scheme is to interrogate an in-

terferometer at two different wavelengths, Al and A2,
where the difference Ak is such that the interferometer
outputs at these two wavelengthsare in quadraturewith
respect to each other. With the quadraturecomponent
available, a simple vector calculation will give the
magnitude of a phase disturbance experienced by the
interferometer independently of the absolute phase of
the interferometer.

The change AS in a signalS derived from the output
intensity of a Michelson interferometer due to a small
change Ax in the phase of the interferometer is given
by

AS = C. sin(@) A@, (1)

where C is a constant, @ = (27rd)/A (d being the optical
path difference), and Ais the optical wavelength. For
two signals, AS1 and AS2, representing the interfer-
ometer response at the two wavelengths Al and h2
chosen such that Al – A2= A2/(4d), Eq. (1) gives

ASI = C . sin(@) A@, (2)

ASz = C . cos(@)A@, (3)

A@ = (l/C)(AS: + AS;)l@, (4)

where IA1– A21<< Al = AZ= L
An implementation of the FRIS is shown in Fig. 1.

The light source is an electrooptically tuned external
cavity GaAIAs semiconductor laser. Several different
models of these have been developed in our laboratory
and have been described elsewhere.6~7By applying a
10-kHz square wave modulation from the pulse gener-
ator (PG) onto the intracavityelectrooptic tuner (EOT),
the laser wavelength is switched be~ween two
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F%. 1. Schematic of the Free Rurm”mgInterferometric Senso~ EOT
= electrooptic tuner; SC = semiconductor laser diode; MO = micro-
scope objectivq M = mirroq BS = beam splitter, PZT = piezoelectric
transduce PG = pulse generatoq PD = photodetector, OSC = os-

cillato~ LL4 = lock-in amplifier.

wavelengths. The separationbetween them is typically
3 ~, and the linewidth is AO.5 & The wavelength
modulated beam enters a Michelson interferometer in
which one mirror is mounted on a piezoelectric trans~
ducer (PZT), through which a phase modulation can be
introduced in the interferometer. The output from the
interferometer is detected with a silicon photodetec-
tor/preamp module (PD), and the resulting electrical
signal enters two boxcar integrators. The gates of the
boxcars are set such that boxcar A integratesonly when
the optical wavelength is X1,and boxcar B integrates
only when the wavelength is A2. The length offset be-
tween the two arms of the interferometer is initially set
such that 2xd (Al – h2)/k2 = 7r/2,which will ensurethat
the output signals from the two boxcars are in quadra-
ture. The length adjustment is most easily done by
observing the Lissajou pattern between the boxcar
outputs when large (>27r) phase disturbances are in-
troduced into the interferometer. Figure 2(a) shows
such a Lissajou figure. The nearly perfect circle shows
that the two signals are in quadrature. Figure 2(b)
shows the same two signals displayed vs time.

To facilitate measurements of small phase distur-
bances, two lock-in amplifiers (LIA) were connected to
the outputs of the boxcar integrators. The reference
signal is derived from the sinusoidal signal applied to
the PZT. The analog processor (AP) computes the
magnitude of the detected phase modulation in accor-
dance with Eq. (4).

B. Experimental Results

In addition to a small sinusoidal (500-Hz) modula-
tion, a large amplitude triangularsignal was applied to
the PZT. The triangularsignalsimulatesdc drifts and
low frequency noise in the interferometer over several
intervals of 27r. The 500-Hz modulation was adjusted
to give phase modulations in the 10–2–10-4-rad range.

Figure 3 shows the detected output for phase modula-
tions of (from left) 0,3.5 X 10-4, 7.0X 10-4, 1,4X 10-3,
and 2.8 X 10-3 rad (rms). The apparent lack of lin-
earity in Fig. 3 is due solely to poor performance of the
AP. The output time constant of the lock-in amplifiers
was 10 msec, and the AP had an output time constant
of 300 msec. With a l-see constant for the AP, the
minimum detectable phase modulation at a unity SNR
was 7.0 X 10-5 rad (rms). It should be mentioned that
no special precautions such as laser amplitude stabili-
zation or mechanical/electricaloptimization were taken
in obtaining the results presented here. When such
steps are taken the minimum detectable phase modu-
lation should be considerably reduced. Sensitivities in
the 10-6-rad range should be obtainable as reported by
Ref. 8.

Figure 4 shows the Lissajou pattern of the outputs
from the lock-in amplifiers for three different phase
modulations: Fig. 4(a) for 2.8 X 10–4;Fig. 4(b) for 7.0
X 10-4; and Fig. 4(c) for 3.5 X 10-s rad (rms). Slow

a

b

Fig. 2. (a) Lissajou pattern of outputs from the two boxcar inte-
grators when large phase disturbances are present in the interfer-
ometer. (b) Same signals as in Fig. 2(a) but displayed w time.

Horizontal scale is 50 msec/div.
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orb. units
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0.0 3.5 x 10-4 7.0x 10-4 1.4x 10-3 2.8 X 10-3

Ptrase modulation
rod (rms)

Fig. 3. Detected signal for phase modulations of (from left) O, 3.5
x 10-4,7.0 x 10–4, 1.4x 10-3, and 2.8 X 10–3 rad (rms),

drifts and low frequency phase noise will drive the tra-
jectories in Fig. 4 around the circumference of the circle
and hence not degrade the useful signal (radius of the
circle). Amplitude noise and phase noise within the
signal bandwidth will, however, displace the trajectory
radially and will be responsible for the remaining noise
in the output signal.

Ill. Interferometric Optical Thickness Measurement

A. Concept

The second scheme is most suited for continuous
measurements of near-static phenomena, where ex-
treme sensitivities are not required. The basic pa-
rameter measured is optical thickness, and the method
is appropriate to noncontact real-time continuous
measurements of length or index of refraction of
transparent materials such as glass plates. The basic
principleof this scheme is to measurewhattuning of the
optical wavelength Ah is required to change the phase
@ between two interfering beams an integral number
N times 27r;these interferingbeams, for example, might
be the reflected beams from the two surfacesof the glass
plate. N, X, AA, and the optical path difference be-
tween the two interfering beams d are related by

(5)

It should be emphasized that the light intensity, a pa-
rameter which is difficult to control and is prone to in-
troduce noise, is not present in Eq. (5). If the laser
wavelength is linearly swept with a tuning rate of ~
~/sec., Eq. (5) can be replaced by

Z
where To is the time required for cycling the interfer- m
ence phase 2r. Hence, by measuring the period of the ~
intensity variations of the interference of two beams, ~~~
a measure of the optical path difference is obtained. ~

Fig. 4. Lissajou pattern of the outputs from the lock-in amplifiers
for phase modulations of (a) 2.8X 10-4, (b) 7.0X 10-4, and (c) 3.5X

10-3 rad (rms). LIA time cons~nt is 10 msec.
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Fig. 5. Schematic of the interferometric thickness monito~ DL = ~
dye laseq EOT = electrooptic tunev OC = output coupler; TRF =
stepup transformed OSC = oscillator D = detectoq A = aperture;
AMP = amplifie~ PLL = phase-locked loop circuit EP = electronic

processo~ DRO = digital readout.

The experimentalsetup isshown in Fig. 5. An Ar-ion !
laser-pumped rhodamine 6G dye laser, which is elec-
tronically tuned by the intracavity EOT, was chosen as 1
the light source in this experiment. For experimental
convenience the laser wavelength was modulated L._&ilmlFJ
sinusoidally, and the measurement was made on the r
linear part of the modulation. The modulation was at ~
60 Hz and applied to the EOT from an oscillator (OSC) ~
via a stepup transformer (TRF). The peak-to-peak
wavelength modulation was =8 ~. The object whose
thickness is to be measured is placed in the beam, and [

a photodiode samplesthe interference pattern resulting
from the reflections at the front and back surface of the
object. A small aperture was inserted in front of the
detector to ensure that only a small section of an in-

Ill_

terference fringe was sampled. After amplification
(AMP) the detector signal is processed by a phase-
locked loop circuit (PLL). The PLL internal voltage
controlled oscillator (VCO) will phase lock to the input
frequency. The electronic processor measuresthe pe-
riod of the VCO output, and suitable gating derived
from the oscillator driving the EOT ensures that the
period measurement is done during the linear part of
the wavelength modulation. Output is given on a dig-
ital display showing the period of the VCO output sig-
nal, which is equal to To in Eq. (6). An analog signal
proportional to the optical path difference between the
two interfering beams can also easily be obtained from
the phase comparator output.

B. Experimental Results

To check the Performance of this scheme the length

c

offset in a Michelson interferometer was measur;d.
Figure 6 showsthe detected waveforms when the length

Fig. 6. Detected waveforms for three different optical path length
differences (a) d = 1.3 mm, (b) d = 2.5 mm, and (c)d= 5.1 mm. In

offset is set to (a) 1.3, (b) 2.5, and (c) 5.1 mm. In each
figure the top trace is the detector signal, the middle

each figure the top trace is the detector signal, the middle trace the
VCO output from the PLL, and the bottom trace a pulse burst gen-

trace is the VCO oulmut,and the lower trace is a pulse erated in the EP. Width of the rmlse burst is mouortional to the
burst which lasts for-one period of the VCO signal and period of the VCO output signal. “
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Fig. 7. Measured reciprocal To vs optical path length difference d.

facilitates the period measurement. The individual
pulses in the pulse burst are not resolved. Figure 7
shows the measured reciprocal period l/T. vs length
offset in the interferometer. The measurement shows
a nonlinearityof <1%. For a given length offset the
measured TOfluctuates4.570, mainlydue to amplitude
and frequency instabilities in the oscillator driving the
EOT.

The minimum thickness that can be measured with
this method is determined by the tuning range of the
laser. For a dye laseroperating =6000& with a tuning
range of 500& this limit would be of the order of 3 pm.
The maximum measurable thickness is limited by the
coherence length of the laser. A linewidth of 0.05 &
which is easily obtainable in dye lasers, would give a
maximum measurable thickness of the order of 3 cm.
The EOT9 used in this experiment is ideal for this kind
of application, since the linewidth and tuning range can
be changed over a wide range by a simple mechanical
realignment. The ratio of tuning range to linewidth is
approximately 100:1, which gives the same measure-
ment range for a given setting of the tuner.

IV. Conclusions

In this paper we have demonstrated a new type of
interferometeric sensor, the Free Running Interfero-
metric Sensor. The key features of this new scheme
are:

(1) use of a passive interferometer, an important
feature in remote sensing applications;

(2) possibility of driving several sensors in parallel
using only one light source;

(3) total immunity to dc drifts and low frequency
phase noise in the interferometer; and

(4) use of an electrooptically tuned external cavity
semiconductor laser as the light source in this sensor
application has shown the importance and versatility
of these recently developed lasers.

A second new interferometeric technique for non-
contact measurement of optical thicknesshas also been
demonstrated. Using this light intensity independent
technique, optical thickness from a few microns to
several centimeters can be measured. Continuous
quality and production control of optical fibers and glass
plates are possible applications.

We thank T. Stockton and A. Ceruzzi of Laser Diode
Labs and T. Tsukada of Hitachi for supplying the laser
diodes used in this experiment.

This work was supported by the Naval Research
Laboratory and the National Science Foundation. Use
was also made of the facilities of the Materials Science
Center of Cornell University.
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